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SUMMARY 
Signal  Corps wind equipment AN/GMQ-1 consis t ing of a 3-cup anemometer 
and wind vane was ca l ib ra ted  f o r  wind v e l o c i t i e s  from 1 t o  200 miles per  
hour. Cup-shaft f a i l u r e  prevented ca l i b r a t i on  a t  higher wind v e l o c i t i e s .  
The ac t ion  of the  wind vane w a s  checked and found t o  have very poor 
d i r ec t i ona l  accuracy below a ve loc i t y  of 8 miles per hour. Af te r  sha f t  
f a i l u r e  was reported t o  the  Signal  Corps, the  cup ro to r s  were redesigned 
by strengthening t h e  sha f t s  f o r  b e t t e r  operation a t  high v e l o c i t i e s .  
The anemometer wi th  t he  redesigned cup ro to r s  was recal ibra ted,  but  
cup-shaft f a i l u r e  occurred again a t  a wind ve loc i ty  of approximately 
220 miles per hour. In the  course of t h i s  c a l i b r a t i on  two standard 
generators were checked f o r  s i gna l  output va r ia t ion ,  and a wind-speed 
meter was ca l i b r a t ed  f o r  use with each of the  redesigned cup ro to r s .  
The va r i a t i on  of pressure coe f f i c i en t  with air-f low d i rec t ion  a t  
f ou r  o r i f i c e s  on a disk-shaped p i t o t  head was obtained f o r  wind v e l o c i t i e s  
o f  37.79 53.6, and 98.9 miles per hour. A p i t o t - s t a t i c  tube mounted i n  
t h e  nose of a vane was ca l ib ra ted  up t o  a dynamic pressure of 155 pounds 
per  square foot ,  o r  approximately 256 miles per hour, 
INTRODUCTION 
A t  t h e  request  of t he  Signal  Corps, U. S.  Army, instruments f o r  
determining wind ve loc i ty  and d i rec t ion  were t e s t e d  i n  two of the  
Langley wind tunnels .  The primary purposes of t h e  inves t iga t ion  were t o  
g e t  accurate  c a l i b r a t i ons  of t he  instruments and t o  determine the  a b i l i t y  
o f  one o f  the  devices t o  operate s a t i s f a c t o r i l y  a t  speeds g r ea t e r  than 
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heretofore required. A structural failure of one of the instruments was 
experienced and this instrument was retested after slight changes had 
been made to strengthen it. 
INSTRUMENTS AND APPARATUS 
The wind-measuring equipment, furnished by the Signal Corps, 
U. S. Army, consisted of a 3-cup anemometer and wind-vane assembly 
(fig. 1) designated 'vind Equipment AN/GMQ-1, Wind Transmitter ML-203," 
a disk-shaped pitot head (fig. 2), and a pitot-static tube mounted on 
a vane (fig. 3). 
The "Win'd Equipment AN/GMQ-1" was tested at two different times 
with some slight differences in the equipment. As originally tested the 
equipment included three hub-shaft-cup assemblies, designated new cup 
number 1, new cup nummber 2, and old cup. The rotational speed of the 
cup assembly was determined f m m  the output of an alternating-current 
generator driven by the cup assembly and connected to a frequency- 
measuring instrument. During the first series of calibrations it was 
found that the anemometer shafts connecting the cups to the hub were 
not strong enough to withstand the loads developed at high airspeed. 
After making a change in shaft diameter, the Signal Corps requested that 
additional calibrations be made, For these additional tests the equip- 
ment included three redesigned hub-shaft-cup assemblies designated 
number 1, number 2, and number 3, and two generators marked xx and xxx. 
The cups of assemblies numbers 2 and 3 were very similar, but the cups 
of assembly.number 1 had less flange projecting at the rim. The assembly 
designated herein as cup rotor number 1 modified was number 1 with one of 
its cups replaced by a cup from number 2. The leads from the generator, 
two-wire no. 16 electrical cords 23 feet long, were connected to a wind- 
speed meter furnished by the Signal Corps, and 2 feet of the same leads 
were connected between the wind-speed meter and the frequency-measuring 
instrument. The wind-speed meter, with a scale range of 0 to 150 miles 
per hour, had been modified for use with wind velocities up to 220 miles 
per hour by providing a reduced sensitivity on an extended-scale setting. 
The disk-shaped pitot head was approximately 6 inches in diameter 
and 114 inch thick with four orifices equally spaced around the rim. 
Flexible pressure tubes connected the orifices to a manometer. The 
pitot head was mounted to the ceiling turntable of the tunnel so as to 
allow rotational positioning of the orifices. 
The vane-mounted pitot-static tube, as received for testing, was 
found to have air leaks in several joints and a poor seal in the pressure 
pickup ring that was used in order that the tube-vane assembly would be 
free to aline itself with the wind direction. Before testing, all leaks 
except that provided for water drainage were sealed, and the pressure 
pickup ring was bypassed with flexible tubing. 
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COEFFICIENTS AND SYMBOLS 
dynamic pressure of air stream, pounds per square foo t  (+*) 
9 i impact pressure of a i r  stream as obtained with p i t o t - s t a t i c  
tube, pounds per square foo t  
P mass densi ty  of a i r ,  s lugs per cubic foot  
V veloci ty ,  f e e t  per second 
pressure coef f ic ien t  (?I 
H t o t a l  pressure i n  tunnel, pounds per  square foo t  
P p i t o t  head o r i f i c e  pressure, pounds per square foot  
TEST TECHNIQUE 
Cal ibrat ing the  3-cup anemometer and checking t h e  accuracy of t h e  
wind vane f o r  wind ve loc i t i e s  below 25 miles per hour were performed 
i n  t he  Langley gust  tunnel .  The wind ve loc i ty  was determined by a 
p i t o t - s t a t i c  tube and a hot-wire anemometer and the  agreement between 
t he  r e s u l t s  of t he  two methods was good. Anemometer ca l ib ra t ions  above 
25 miles per hour and ca l ib ra t ions  of t he  disk-shaped p i t o t  head and t h e  
p i t o t - s t a t i c  tube were made i n  t he  Langley 300 MPH 7- by 10-foot tunnel .  
The redesigned r o t o r  cups were not t e s t ed  below a ve loc i ty  of 50 miles 
per  hour. 
The disk-shaped p i t o t  head was mounted t o  the tu rn tab le  i n  the  
ce i l i ng  of t he  tunnel.  The di f ference between each o r i f i c e  pressure 
and t o t a l  pressure was measured by a manometer. Readings were taken a t  
predetermined angular increments a s  t he  p i t o t  head was ro ta ted  90' i n  a 
clockwise d i rec t ion  when viewed from the  c e i l i n g  of t he  tunnel.  Data 
were obtained a t  wind ve loc i t i e s  of 37.79 53.6, and 98.9 miles per  hour. 
Invest igat ion of  t he  tunnel a i r  flow indicated t h a t  a t  the  posi t ion t h e  
p i t o t  head w a s  located the  air-flow angle was O.kO i n  the  d i rec t ion  from 
f loo r  t o  ce i l i ng .  Data a t  a wind ve loc i ty  of 37.7 miles per hour were 
a l s o  obtained with t he  ax i s  of t he  north-south o r i f i c e s  of t h e  p i t o t  
head incl ined an add i t iona l  5 O  t o  the tunnel c e i l i ng .  
The impact pressure indicated by t h e  p i t o t - s t a t i c  tube mounted on a 
vane was obtained by connecting pressure leads  d i r e c t l y  t o  t h e  p i t o t -  
s t a t i c  tube thereby bypassing the pressure pickup r ing  which had leaks ,  
DISCUSSION 
The ca l i b r a t i on  of t h e  +cup anemometer with t he  o r i g i n a l  cup 
assemblies is given i n  f igure  4. The ro t a t i ona l  speed of t he  cups 
var ied l i n e a r l y  with wind ve loc i t y  between 10 and 100 miles per hour. 
There was l i t t l e  difference among the  d i f f e r en t  cup assemblies i n  va r i -  
a t i on  of r o t a t i ona l  speed with wind veloci ty .  While attempting to reach 
a ve loc i ty  of 220 miles per hour, t he  sha f t  of one cup of new cup assembly 
number 1 f a i l e d  a t  t he  juncture of the  sha f t  and hub. The unbalance 
caused by the  l o s s  of one cup produced an appreciable v ib ra t ion  of t h e  
whole assembly. Examination of t he  cup sha f t s  showed t h a t  two of t he  
sha f t s  were bent i n  t he  d i rec t ion  of ro ta t ion  and t he  other  one was bent 
opposite t o  the  d i rec t ion  of r o t a t i on .  Previously, t h e  cup assembly had 
been run successful ly  a t  60 rps  i n  a vacuum by F l igh t  Instrument Branch 
t o  t e s t  t he  a b i l i t y  of the  cups t o  withstand the  cen t r i fuga l  forces .  
The drag of the  complete anemometer assembly with new cup number 1, 
and the  drag with the  cup assembly and generator removed a r e  given i n  
f igure  5 .  The wind vane was found t o  have poor d i rec t iona l  accuracy 
below 8 miles per hour. 
The r e s u l t s  of t he  ca l i b r a t i on  of t he  anemometer with redesigned 
cup ro to r s  a r e  given i n  f igure  6.  The va r i a t i on  of r o t a t i o n a l  speed 
with wind ve loc i ty  i s  l i n e a r  throughout t h e  ve loc i ty  range invest igated.  
I n  making the  ca l i b r a t i on  wi th  redesigned cup ro to r  number 1, the  wind 
ve loc i ty  was increased t o  222 miles per hour and t h e  data  f o r  t h a t  point  
recorded, but  a s  the  wind ve loc i t y  was being reduced t h e  sha f t  of one 
cup broke a t  t he  p i n t  where t he  shaf t  was d r i l l e d  f o r  the  inner  pin 
t h a t  fastened t h e  cup t o  t h e  sha f t .  A l l  subsequent ca l ib ra t ions  were 
l imi ted t o  a maximum wind ve loc i t y  of approximately 200 miles per hour. 
The ro t a t i ona l  speed of cup ro to r  number 1 w a s  about 6.3 percent g r ea t e r  
than the  speed of t h e  o ther  two ro to r  cups. This percentage was decreased 
approximately one-third when the  broken shaf t  and cup of  cup m t o r  number 1 
were replaced by a sha f t  and cup of  cup ro tor  number 2. The grea te r  speed 
of cup ro to r  number 1 may be accounted f o r  by the  f a c t  t ha t  t he  cups had 
l e s s  f lange a t  the  r i m ,  thereby reducing the  counterrota t ional  force  on 
t h e  cups a s  they moved upstream aga ins t  t h e  wind. F l e x i b i l i t y  of t he  cup 
sha f t s  before they were redesigned probably accounts f o r  some of t he  l o s s  
i n  ro t a t i ona l  speed at high wind ve loc i t i e s  indicated on f igure  4. 
Figures 6 and 7 indicate  t h a t  no measurable di f ference w a s  found 
between the two generators used i n  conjunction with t h e  redesigned cup 
ro to r s .  The two low points on f igure  7, though both recorded with 
generator xxx, a r e  probably e r ro r s  i n  reading the  wind-speed meter 
s ince  no such e r ro r s  occur i n  t he  readings on the  150 miles per  hour 
s ca l e .  
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The ca l ib ra t ion  of the  wind-speed meter a s  a function of wicd 
ve loc i t y  i n  operation with t h e  d i f f e r en t  redesigned cup ro tors ,  
presented i n  f igure  8, has a near ly  l i n e a r  var ia t ion  f o r  a l l  combina- 
t i ons  invest igated,  
The pressure data  obtained with the  disk-shaped p i t o t  head a r e  
presented i n  f igures  9 and 10. There w a s  apparently l i t t l e  var ia t ion  
i n  pressure coef f ic ien t  f o r  any angular posi t ion of an o r i f i c e  between 
90° and 270° except between 150' t o  220' where the  o r i f i c e  w a s  d i r e c t l y  
behind the tubular  supporting s t r u t  of t he  p i t o t  head. The d i scon t inu i ty  
of the curves where two o r i f i c e  posi t ions  coincide ( f i g .  9 )  i s  accentuated 
by inc l in ing  the  north-south ax i s  of the  disk  an add i t iona l  5' t o  t he  
tlunnel c e i l i ng  ( f ig .  10 ) .  The inc l ina t ion  of 0.4' was introduced i n t o  
t he  data  by t he  air-stream misalinement wi th  the  tunnel  c e i l i n g .  
Figure 11 gives the  r e l a t i on  between the  impact pressure indicated 
by the  p i t o t - s t a t i c  tube mounted on a vane and the  t r ue  dynamic pressure 
of  the  a i r  stream. The var ia t ion  i s  l i n e a r  and may be expressed by t h e  
r e l a t i o n  q = 1.079qi where q i s  the  t r ue  dynamic pressure and qi 
i s  the  i m p c t  pressure measured with the  p i t o t - s t a t i c  tube. 
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Figure 1.- Anemometer mounted on tunnel f l oo r .  
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Figure 2. -  Disk-shaped pi.tot head mounted on tunnel ceiling. 
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Figure 3.- Pitot-static tube vane assembly mounted on tunnel floor. 
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Figure 4.- Variat ion of the  ro t a t i ona l  speed of the  cup ro to r s  of the  
anemometer with wind veloci ty  f o r  three  s e t s  of cup assemblies, 
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Rotational speed, revolutions per second 
Figure 7.- Varia.tion of wind-speed meter reading with ro t a t i ona l  speed 
of the  redesigned cup ro tors .  
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Figure 9.- Pressure coef f ic ien t s  a t  the  four o r i f i c e s  i n  the  dish- 
shaped p i t o t  head a t  various posi t ions  obtained by ro t a t i ng  the  
head 90' clockwise i n  wind ve loc i t i e s  of 5 3 0 6  and 98.9 miles 
per hour. 
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Figure 10.- Effect of inclining the disk-shaped pitot head 5' on the 
pressure coefficients at the four orifices at various positions 
obtained by rotating the head 90' clockwise in a wind velocity 
of 37.7 miles per hour. 
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True dynamic pressure, 9 ,  pounds per square foot 
Figure 11.- Variation of the impact pressure indicated by the pitot- 
static tube mounted on a vane with the true dynamic pressure of 
the air stream. 
